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General Analysis Settings
Number of Available Sample and Ladder Wells (Max.) : 12
Minimum Visible Range [s] : 32
Maximum Visible Range [s] : 138
Start Analysis Time Range [s] : 33
End Analysis Time Range [s] : 137.5
Ladder Concentration [pg/µl] : 1950
Uses Standard Area for Ladder Fragments
Lower Marker Concentration [pg/µl] : 125
Upper Marker Concentration [pg/µl] : 75
Used Upper Marker for Quantitation
Standard Curve Fit is Point to Point
Show Data Aligned to Lower and Upper Marker

Integrator Settings
Integration Start Time [s] : 33.05
Integration End Time [s] : 137
Slope Threshold : 0.8
Height Threshold [FU] : 5
Area Threshold : 0.1
Width Threshold [s] : 0.6
Baseline Plateau [s] : 0.5

Filter Settings
Filter Width [s] : 0.5
Polynomial Order : 4

Ladder 
Ladder Peak Size Area
1 35 160
2 50 210
3 100 208
4 150 221
5 200 242
6 300 270
7 400 305
8 500 306
9 600 336
10 700 321
11 1000 366
12 2000 413
13 3000 411
14 7000 400
15 10380 214
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Peak table for Ladder
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 50 150.00 4,545.5 Ladder Peak 45.35
3 100 150.00 2,272.7 Ladder Peak 51.15
4 150 150.00 1,515.2 Ladder Peak 56.04
5 200 150.00 1,136.4 Ladder Peak 60.84
6 300 150.00 757.6 Ladder Peak 70.23
7 400 150.00 568.2 Ladder Peak 78.14
8 500 150.00 454.5 Ladder Peak 83.75
9 600 150.00 378.8 Ladder Peak 88.50
10 700 150.00 324.7 Ladder Peak 91.42
11 1,000 150.00 227.3 Ladder Peak 95.40
12 2,000 150.00 113.6 Ladder Peak 101.40
13 3,000 150.00 75.8 Ladder Peak 104.37
14 7,000 150.00 32.5 Ladder Peak 109.64
15 10,380 75.00 10.9 Upper Marker 113.00

Ladder

Overall Results for Ladder
Noise: 0.2 
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Peak table for sample 1  :  sample 1
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 1,341 18.41 20.8 97.45
3 2,937 1,254.00 646.9 104.18
4 6,129 318.41 78.7 108.49
5 10,380 75.00 10.9 Upper Marker 113.00
6 12,917 0.00 0.0 115.52
Region table for sample 1  :  sample 1
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 4,011 1,767.84 2,151.5 818.9 98 45.6
3,000 10,000 5,070 1,019.63 1,238.2 336.1 56 32.5
3,000 6,000 4,186 731.33 890.7 273.6 41 21.5
3,000 4,000 3,419 357.69 438.1 158.5 20 8.5
6,000 10,000 7,138 288.31 347.6 62.5 16 14.1

sample 1

Overall Results for sample 1  :  sample 1
Number of peaks found: 4 
Noise: 0.3 
Corr. Area 1: 2,151.5 
Corr. Area 2: 1,238.2 

Corr. Area 3: 890.7 
Corr. Area 4: 347.6 
Corr. Area 5: 438.1 
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Peak table for sample 2  :  sample 2
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 78 1.32 25.8 48.56
3 154 6.31 62.0 56.43
4 7,011 89.71 19.4 109.65
5 7,259 79.48 16.6 109.90
6 10,380 75.00 10.9 Upper Marker 113.00
7 15,681 0.00 0.0 118.26
8 16,275 0.00 0.0 118.85
9 18,108 0.00 0.0 120.67
10 20,338 0.00 0.0 122.89
11 23,707 0.00 0.0 126.23
12 25,341 0.00 0.0 127.86
13 26,828 0.00 0.0 129.33
Region table for sample 2  :  sample 2
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 7,060 169.33 2,193.8 54.8 89 24.8
3,000 10,000 7,170 163.64 2,132.2 37.1 87 22.2
3,000 6,000 5,003 41.42 537.8 12.8 22 15.2
3,000 4,000 3,538 5.11 67.1 2.2 3 8.0
6,000 10,000 7,808 122.22 1,594.4 24.3 65 14.6

sample 2

Overall Results for sample 2  :  sample 2
Number of peaks found: 11 
Noise: 0.7 
Corr. Area 1: 2,193.8 
Corr. Area 2: 2,132.2 

Corr. Area 3: 537.8 
Corr. Area 4: 1,594.4 
Corr. Area 5: 67.1 
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Peak table for sample 3  :  sample 3
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 4,998 1,797.05 544.8 107.00
3 10,380 75.00 10.9 Upper Marker 113.00
4 16,116 0.00 0.0 118.70
5 18,884 0.00 0.0 121.44
6 20,947 0.00 0.0 123.49
7 21,903 0.00 0.0 124.44
8 23,262 0.00 0.0 125.79
9 25,274 0.00 0.0 127.79
10 26,633 0.00 0.0 129.14
11 27,740 0.00 0.0 130.24
12 28,847 0.00 0.0 131.34
Region table for sample 3  :  sample 3
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 4,946 1,796.07 12,582.9 593.0 99 26.5
3,000 10,000 5,139 1,651.61 11,558.0 508.7 91 22.7
3,000 6,000 4,651 1,261.61 8,851.0 420.1 70 17.0
3,000 4,000 3,516 283.46 2,005.1 122.2 16 8.5
6,000 10,000 6,707 390.00 2,707.0 88.6 21 10.0

sample 3

Overall Results for sample 3  :  sample 3
Number of peaks found: 10 
Noise: 0.7 
Corr. Area 1: 12,582.9 
Corr. Area 2: 11,558.0 

Corr. Area 3: 8,851.0 
Corr. Area 4: 2,707.0 
Corr. Area 5: 2,005.1 
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Peak table for sample 4  :  sample 4
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 122 0.13 1.6 53.33
3 134 0.33 3.7 54.44
4 166 0.59 5.4 57.61
5 177 0.67 5.7 58.62
6 186 0.39 3.2 59.52
7 195 0.48 3.7 60.37
8 207 0.37 2.7 61.53
9 215 0.28 2.0 62.27
10 225 0.41 2.8 63.17
11 262 0.28 1.6 66.67
12 295 0.23 1.2 69.74
13 315 0.30 1.4 71.38
14 337 0.16 0.7 73.18
15 377 0.15 0.6 76.31
16 389 0.13 0.5 77.26
17 413 0.14 0.5 78.85
18 432 0.13 0.5 79.96
19 451 0.16 0.5 81.02
20 495 0.11 0.3 83.45
21 542 0.12 0.3 85.73
22 581 0.13 0.4 87.58
23 597 0.09 0.2 88.38

sample 4

Overall Results for sample 4  :  sample 4
Number of peaks found: 37 
Noise: 1.2 
Corr. Area 1: 647.9 
Corr. Area 2: 14.9 

Corr. Area 3: 14.9 
Corr. Area 4: 0.0 
Corr. Area 5: 14.9 
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... Peak table for sample 4  :  sample 4
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

24 672 0.12 0.3 90.60
25 718 0.13 0.3 91.66
26 854 0.11 0.2 93.46
27 1,780 0.16 0.1 100.08
28 2,929 0.29 0.1 104.16
29 10,380 75.00 10.9 Upper Marker 113.00
30 20,405 0.00 0.0 122.95
31 21,045 0.00 0.0 123.59
32 22,325 0.00 0.0 124.86
33 23,978 0.00 0.0 126.50
34 27,178 0.00 0.0 129.68
35 28,671 0.00 0.0 131.16
36 29,311 0.00 0.0 131.80
37 30,591 0.00 0.0 133.07
38 31,444 0.00 0.0 133.92
39 32,297 0.00 0.0 134.76
Region table for sample 4  :  sample 4
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 7,063 9.18 647.9 35.9 65 42.5
3,000 10,000 8,214 0.16 14.9 0.1 1 17.6
3,000 6,000 4,912 0.16 14.9 0.1 1 16.9
3,000 4,000 3,494 0.16 14.9 0.1 1 8.6
6,000 10,000 8,516 0.00 0.0 0.0 0 12.4
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Peak table for sample 5  :  sample 5
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 911 7.85 13.1 94.22
3 995 10.83 16.5 95.34
4 1,233 24.54 30.2 96.80
5 3,310 3,342.14 1,529.7 104.78
6 3,605 2,813.13 1,182.2 105.17
7 5,118 3,235.79 957.9 107.16
8 10,380 75.00 10.9 Upper Marker 113.00
9 11,703 0.00 0.0 114.31
10 12,683 0.00 0.0 115.29
11 14,544 0.00 0.0 117.13
12 15,279 0.00 0.0 117.86
13 15,916 0.00 0.0 118.50
14 17,092 0.00 0.0 119.66
15 17,925 0.00 0.0 120.49
16 19,149 0.00 0.0 121.71
17 19,688 0.00 0.0 122.24
18 21,403 0.00 0.0 123.95
19 22,824 0.00 0.0 125.36
20 23,901 0.00 0.0 126.43
21 24,832 0.00 0.0 127.35

sample 5

Overall Results for sample 5  :  sample 5
Number of peaks found: 19 
Noise: 1.0 
Corr. Area 1: 7,857.1 
Corr. Area 2: 5,591.5 

Corr. Area 3: 4,127.5 
Corr. Area 4: 1,464.0 
Corr. Area 5: 1,491.0 
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... Region table for sample 5  :  sample 5
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 4,381 9,719.53 7,857.1 4,131.3 98 41.3
3,000 10,000 5,141 6,915.50 5,591.5 2,191.9 70 29.5
3,000 6,000 4,409 5,094.99 4,127.5 1,801.0 51 19.4
3,000 4,000 3,479 1,828.09 1,491.0 796.1 19 8.5
6,000 10,000 7,153 1,820.51 1,464.0 390.9 18 13.9
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Peak table for sample 6  :  sample 6
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 1,783 19.60 16.7 100.10
3 4,934 1,583.89 486.4 106.92
4 6,096 1,571.83 390.7 108.45
5 10,380 75.00 10.9 Upper Marker 113.00
6 13,765 0.00 0.0 116.36
7 15,309 0.00 0.0 117.89
8 16,354 0.00 0.0 118.93
9 18,196 0.00 0.0 120.76
10 20,337 0.00 0.0 122.89
11 21,980 0.00 0.0 124.52
Region table for sample 6  :  sample 6
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 5,323 3,463.12 1,834.4 1,134.4 95 33.3
3,000 10,000 5,681 3,054.85 1,616.2 872.6 84 27.1
3,000 6,000 4,633 1,784.52 946.3 598.4 49 18.2
3,000 4,000 3,506 450.75 241.0 194.8 12 8.5
6,000 10,000 7,122 1,270.33 669.8 274.2 35 14.2

sample 6

Overall Results for sample 6  :  sample 6
Number of peaks found: 9 
Noise: 0.9 
Corr. Area 1: 1,834.4 
Corr. Area 2: 1,616.2 

Corr. Area 3: 946.3 
Corr. Area 4: 669.8 
Corr. Area 5: 241.0 
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Peak table for sample 7  :  sample 7
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 8,265 130.13 23.9 110.90
3 10,380 75.00 10.9 Upper Marker 113.00
4 17,918 0.00 0.0 120.48
5 18,514 0.00 0.0 121.08
6 21,334 0.00 0.0 123.88
7 22,256 0.00 0.0 124.79
8 25,510 0.00 0.0 128.02
9 27,028 0.00 0.0 129.53
Region table for sample 7  :  sample 7
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 7,365 130.44 1,729.9 28.8 96 22.1
3,000 10,000 7,404 129.19 1,713.2 28.1 95 21.3
3,000 6,000 5,036 26.58 350.3 8.1 19 14.6
3,000 4,000 3,550 2.91 38.8 1.2 2 8.0
6,000 10,000 7,949 102.61 1,362.9 20.0 76 14.4

sample 7

Overall Results for sample 7  :  sample 7
Number of peaks found: 7 
Noise: 0.7 
Corr. Area 1: 1,729.9 
Corr. Area 2: 1,713.2 

Corr. Area 3: 350.3 
Corr. Area 4: 1,362.9 
Corr. Area 5: 38.8 
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Peak table for sample 8  :  sample 8
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 5,518 504.18 138.4 107.69
3 10,380 75.00 10.9 Upper Marker 113.00
4 16,273 0.00 0.0 118.85
Region table for sample 8  :  sample 8
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 6,033 501.82 2,327.5 149.6 97 29.0
3,000 10,000 6,163 481.38 2,235.0 127.5 93 26.6
3,000 6,000 4,816 244.62 1,136.2 78.4 47 16.1
3,000 4,000 3,553 40.66 190.6 17.3 8 8.0
6,000 10,000 7,456 236.76 1,098.7 49.1 46 14.9

sample 8

Overall Results for sample 8  :  sample 8
Number of peaks found: 2 
Noise: 0.7 
Corr. Area 1: 2,327.5 
Corr. Area 2: 2,235.0 

Corr. Area 3: 1,136.2 
Corr. Area 4: 1,098.7 
Corr. Area 5: 190.6 
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Peak table for sample 9  :  sample 9
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 6,922 135.81 29.7 109.54
3 7,671 104.66 20.7 110.31
4 10,380 75.00 10.9 Upper Marker 113.00
5 16,960 0.00 0.0 119.53
6 18,287 0.00 0.0 120.85
7 19,503 0.00 0.0 122.06
8 21,936 0.00 0.0 124.47
9 22,821 0.00 0.0 125.35
Region table for sample 9  :  sample 9
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 7,001 238.07 2,193.8 58.1 96 24.0
3,000 10,000 7,061 234.48 2,162.1 53.3 95 22.7
3,000 6,000 5,044 63.91 587.0 19.5 26 14.3
3,000 4,000 3,566 6.51 60.4 2.8 3 8.2
6,000 10,000 7,775 170.57 1,575.1 33.8 69 14.7

sample 9

Overall Results for sample 9  :  sample 9
Number of peaks found: 7 
Noise: 0.4 
Corr. Area 1: 2,193.8 
Corr. Area 2: 2,162.1 

Corr. Area 3: 587.0 
Corr. Area 4: 1,575.1 
Corr. Area 5: 60.4 
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Peak table for sample 10  :  sample 10
Pea
k

Size [bp] Conc. [pg/µl] Molarity [pmol/l] Observations Aligned Migration Time [s]

1 35 125.00 5,411.3 Lower Marker 43.00
2 10,380 75.00 10.9 Upper Marker 113.00
Region table for sample 10  :  sample 10
From
[bp]

To [bp] Average Size
[bp]

Conc.
[pg/µl]

Corr.
Area

Molarity
[pmol/l]

Co
lor

% of
Total

Size distribution in
CV [%]

200 10,000 9,124 1.65 2.3 5.1 11 23.8
3,000 10,000 9,598 0.52 0.9 0.1 4 9.2
3,000 6,000 4,590 0.25 0.4 0.1 2 15.1
3,000 4,000 3,722 0.07 0.1 0.0 1 8.1
6,000 10,000 9,709 0.27 0.5 0.1 2 4.7

sample 10

Overall Results for sample 10  :  sample 10
Number of peaks found: 0 
Noise: 0.4 
Corr. Area 1: 2.3 
Corr. Area 2: 0.9 

Corr. Area 3: 0.4 
Corr. Area 4: 0.5 
Corr. Area 5: 0.1 
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Standard Curve
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Sample 11 has not been run, no results available.
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Description Number Source Category Sub Category Time Time Zone User Host
Run ended on
port 1 (Number
of wells
acquired: 11)

Instrument Run 6/13/2019
4:41:06 PM

(GMT --07:00)
Pacific Standard
Time

UC Davis D8XSMGH1

Run started on
port 1 (File:
C:\Program
Files\Agilent\21
00
bioanalyzer\210
0
expert\data\201
9-06-13\2019-0
6-13_001.xad)

Instrument Run 6/13/2019
4:02:47 PM

(GMT --07:00)
Pacific Standard
Time

UC Davis D8XSMGH1

Product Number
: G2938C

Instrument Run 6/13/2019
4:02:47 PM

(GMT --07:00)
Pacific Standard
Time

UC Davis D8XSMGH1

Name : Instrument Run 6/13/2019
4:02:47 PM

(GMT --07:00)
Pacific Standard
Time

UC Davis D8XSMGH1

Vendor : Agilent
Technologies

Instrument Run 6/13/2019
4:02:47 PM

(GMT --07:00)
Pacific Standard
Time

UC Davis D8XSMGH1

Serial# :
DE34903152

Instrument Run 6/13/2019
4:02:47 PM

(GMT --07:00)
Pacific Standard
Time

UC Davis D8XSMGH1

Firmware  :
C.01.069

Instrument Run 6/13/2019
4:02:47 PM

(GMT --07:00)
Pacific Standard
Time

UC Davis D8XSMGH1

Cartridge :
Electrode

Instrument Run 6/13/2019
4:02:47 PM

(GMT --07:00)
Pacific Standard
Time

UC Davis D8XSMGH1
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